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Data (5bytes) 

G.W. = Gross weight mode N.W. = Net weight mode 

Data (9bytes) 

“ — ” (minus) =2D(HEX)  “ + ” (plus) =2B(HEX) 
“ . ” (decimal) =2E(HEX)     “  ” (space) =20(HEX) 

Unit (2bytes) 

g = 20(HEX);  67(HEX);  
kg = 6B(HEX);  67(HEX);  
lb = 6C(HEX);  62(HEX);   
oz = 6F(HEX);  7A(HEX); 
 
enter = OD(HEX);  OA(HEX) 

1、Kg 
Example: 

G.W.:+2.0000kg  
or  N.W.:+2.0000kg 

2、g 
Example: 

 G.W.:+2000.0g 
or  N.W.:+ 2000.0g 

3、lb 
Example: 

G.W.:+4.090lb 
or  N.W.:+ 4.090lb 

4、oz 
Example: 

    G.W.: +70.55oz 
or  N.W.: +70.55oz 
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This is a “Table of Contents preview” for quality assurance 

The full manual can be found at http://the-checkout-tech.com/estore/catalog/ 

 

We also offer free downloads, a free keyboard layout designer, cable diagrams, free help and 
support. 

http://the-checkout-tech.com : the biggest supplier of cash register and scale manuals on the net 
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