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	Note 1. If F34 is set to 1, the input mode for user output message will be displayed as follows.
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	*F99 setting is a menu that changes the entire setting for the Indicator, so careful attention is required during set-up.
	F99
	30v max
	Voltage
	30mA max
	Current
	Output voltage
	0.2v txp
	when on



