
 
 
 
 
 
 
 
 
 

� Scale operator presses 
ON key.  Instrument 
displays zero weight.  

 

� Patient sits in scale.  
Display shows patient’s 
weight.  If desired, lock 
patient’s weight by 
pressing the HOLD/REL 
key.  The Hold 
annunciator appears in 
the display to indicate the 
Locked condition. 

 

� Patient leaves scale.  
Scale returns to zero.  If 
display has been locked 
in step two, patient’s 
weight will remain in 
display.  Press 
HOLD/REL key to return 
display to zero. 

 
 
 
 
 
 
 
 

 
 
 
 
 
 
 
 
 

� If scale is not used for 
two minutes and display 
remains at zero, the 
instrument enters the 
sleep mode.  The sleep 
mode is indicated by 
sequentially flashing 
display segments.  The 
scale must stay at a zero 
weight to remain in the 
sleep mode.  While in the 
sleep mode, weighing 
operations may resume 
simply by having a 
patient sit on the scale.  
Proceed as in step two. 

 

� If the scale is not used 
for seven more minutes 
after entering the sleep 
mode (nine minutes from 
when the last patient was 
weighed), the indicator 
will turn off automatically 
and the display will 
become blank (no 
flashing segments). 
Return to step one. 

 
 

Operating Instructions 
for Chair Scale 

INDICATOR SETTINGS FOR 6875 
 

Auto Shutoff   9 Minutes 
Sleep Mode   2 Minutes 
Lock Feature   Disabled 
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Cardinal 6875 operating Manual



This is a “Table of Contents preview” for quality assurance 

The full manual can be found at http://the-checkout-tech.com/estore/catalog/ 

 

We also offer free downloads, a free keyboard layout designer, cable diagrams, free help and 
support. 

http://the-checkout-tech.com : the biggest supplier of cash register and scale manuals on the net 

http://the-checkout-tech.com/estore/catalog/�
http://the-checkout-tech.com/�



