
DI-300SS User Manual 

 

USER MANUAL  
 

 
 
    
 
 
 
 

 
 
 
 
 
 
 

 
 

 
 

DI-300SS 
EDITION 02 

 
 
 
 
 
 
 
 
 
 
 
 

 
 
 
 
 
 
 
 
 

COPYRIGHT © 2006 TERAOKA WEIGH-SYSTEM PTE LTD 17/01/06

 

Digi DI-300SS user ManualDigi DI-300SS user ManualDigi DI-300SS user ManualDigi DI-300SS user Manual



DI-300SS User Manual 

 

Table of Content 
 

Notice ............................................................................................................................................1 

Safety Information .........................................................................................................................2 

Specifications.................................................................................................................................3 

General............................................................................................................................................................... 3 

Digital Section................................................................................................................................................... 3 

Analog Section .................................................................................................................................................. 3 

Interface ............................................................................................................................................................. 3 

Overall View of DI-300SS ..............................................................................................................5 

Product Layout ..............................................................................................................................6 

Display Panel and Key Sheet Layout............................................................................................................. 6 

Indicators...................................................................................................................................................... 6 

Keys Function ............................................................................................................................................. 7 

Interface ............................................................................................................................................................. 9 

Interface........................................................................................................................................................ 9 

Start Up And Segment Check...................................................................................................... 10 

Date And Time View & Setting................................................................................................... 11 

Tare Operation ............................................................................................................................ 14 

ONE TOUCH TARE................................................................................................................................... 14 

DIGITAL TARE ........................................................................................................................................... 16 

Tare Value Exchange .................................................................................................................. 17 

TARE ACCUMULATION.......................................................................................................................... 17 

TARE SUBTRACTION............................................................................................................................... 19 

Weighing Mode ........................................................................................................................... 21 

PLU Call -Up In Weighing Mode ...............................................................................................22 

 



DI-300SS User Manual 

 
 

PLU Programming ......................................................................................................................24 

General Set Point Password Setting ............................................................................................30 

Functions Operation....................................................................................................................32 

Example of Function and Indicator Layout............................................................................................... 32 

Weight Conversion......................................................................................................................................... 33 

Accumulation and Subtraction ..................................................................................................................... 35 

1. Accumulation ........................................................................................................................................ 35 

2. Subtraction............................................................................................................................................. 40 

Sequence Number .......................................................................................................................................... 44 

Net/Gross ....................................................................................................................................................... 46 

Lot Number .................................................................................................................................................... 47 

Hold.................................................................................................................................................................. 49 

1. Peak Hold .............................................................................................................................................. 49 

2. Normal Hold ......................................................................................................................................... 50 

Counting and Quantity .................................................................................................................................. 52 

Set-Point .......................................................................................................................................................... 55 

1. Set-Point Setting ................................................................................................................................... 55 

2. Weighing Operation with Set Point ................................................................................................... 59 

IP Address Setting ....................................................................................................................... 61 

Server IP Address Setting ............................................................................................................63 

Error Messages Description........................................................................................................65 

Notes............................................................................................................................................67 



This is a “Table of Contents preview” for quality assurance 

The full manual can be found at http://the-checkout-tech.com/estore/catalog/ 

 

We also offer free downloads, a free keyboard layout designer, cable diagrams, free help and 
support. 

http://the-checkout-tech.com : the biggest supplier of cash register and scale manuals on the net 

http://the-checkout-tech.com/estore/catalog/�
http://the-checkout-tech.com/�

	Notice 
	 
	Safety Information 
	Specifications 
	General
	Digital Section
	Analog Section
	Interface
	Overall View of DI-300SS 
	Product Layout 
	Display Panel and Key Sheet Layout 
	Indicators
	Keys Function

	Interface 
	Interface


	Start Up And Segment Check 
	 
	Date And Time View & Setting 
	Tare Operation 
	ONE TOUCH TARE 
	DIGITAL TARE 

	Tare Value Exchange 
	TARE ACCUMULATION 
	TARE SUBTRACTION 

	Weighing Mode 
	PLU Call -Up In Weighing Mode 
	PLU Programming 
	General Set Point Password Setting 
	 
	Functions Operation 
	Example of Function and Indicator Layout 
	Weight Conversion 
	Accumulation and Subtraction 
	1. Accumulation
	2. Subtraction

	Sequence Number 
	Net/Gross 
	Lot Number 
	Hold 
	1. Peak Hold 
	2. Normal Hold 

	Counting and Quantity 
	Set-Point 
	1. Set-Point Setting
	2. Weighing Operation with Set Point 


	IP Address Setting 
	Server IP Address Setting 
	Error Messages Description 
	Notes 




