
 
 
 
 

 

 

 

 

 

 

C-01A  

 Weighing  controller User Manual 
 

 
 

 

Yaohua XK-3101-C-01A Indicator and Weigh controller user Manual



 

Table of Contents

1.0 OVERVIEW ------------------------------------------------------------------------------------------------------------------- 1 

1.1 KEY FEATURES -------------------------------------------------------------------------------------------------------------------- 1 
1.2 TECHNICAL SPECIFICATIONS----------------------------------------------------------------------------------------------------- 1 

2.0 INSTALLATION ------------------------------------------------------------------------------------------------------------------ 2 

2.1 METER FIXED --------------------------------------------------------------------------------------------------------------------- 2 
2.2 ELECTRICAL CONNECTION ------------------------------------------------------------------------------------------------------- 2 

3.0 DISPLAY PANEL ----------------------------------------------------------------------------------------------------------------- 5 

4.0 CALIBRATION-------------------------------------------------------------------------------------------------------------------- 5 

4.1 PARAMETERS DETERMINED ----------------------------------------------------------------------------------------------------- 5 
4.2 CALIBRATION PROCEDURE ----------------------------------------------------------------------------------------------------- 6 

5.0 ANALOG OUTPUT TYPE SELECTION AND ADJUSTMENT-------------------------------------------------------- 9 T

5.1 OUTPUT TYPE SELECTION-------------------------------------------------------------------------------------------------------- 9 
5.2 TO ADJUST TT THE ANALOG OUTPUT AT THE BOTTOM AND THE TOP ----------------------------------------------------------10 
5.3 TO RESTORE THE ANALOG OUTPUT AT THE BOTTOM AND THE TOP -------------------------------------------------------------------10 

6.0 METER WORKING PARAMETERS F2 -----------------------------------------------------------------------------------10 

6.1 OPTION ENTER INTO THE WORKING PARAMETERS OPTION-----------------------------------------------------------------10 
6.2 FUNCTION F2 OPTION PARAMETER GROUP -----------------------------------------------------------------------------------10 

7.0 RELAY OUTPUT-----------------------------------------------------------------------------------------------------------------12 T

7.1 RELAY OUTPUT MODE SETTING PROCEDURETT ---------------------------------------------------------------------------------12 
7.2 INPUT PRESET VALUE (RELAY COMPARISON VALUE OUTPUT) --------------------------------------------------------------12 

8.0 THE SERIAL INTERFACE SETTING--------------------------------------------------------------------------------------13 

8.1 SETTING PROCEDURE ---------------------------------------------------------------------------------------------------------------13 

9.0 POST INFORMATION ---------------------------------------------------------------------------------------------------------13 

10.0 ERROR MESSAGES-----------------------------------------------------------------------------------------------------------13 

11.0 GENERAL TROUBLESHOOTING ----------------------------------------------------------------------------------------14 

APPENDIX 1  COMMUNICATION PROTOCOL MODBUS RTU--------------------------------------------------------15 

APPENDIX 2  COMMUNICATION PROTOCOL - CONTINUOUS MODE ------------------------------------------16 

APPENDIX 3  COMMUNICATION PROTOCOLS – COMMAND MODE--------------------------------------------17 

APPENDIX 4  PACKING LIST --------------------------------------------------------------------------------------------------18 

 
 
 
 
 



This is a “Table of Contents preview” for quality assurance 

The full manual can be found at http://the-checkout-tech.com/estore/catalog/ 

 

We also offer free downloads, a free keyboard layout designer, cable diagrams, free help and 
support. 

http://the-checkout-tech.com : the biggest supplier of cash register and scale manuals on the net 

http://the-checkout-tech.com/estore/catalog/�
http://the-checkout-tech.com/�

	1.0 General Description 
	1.2 Technical Parameters 
	1.2.1 Loading Capacity:  
	1.2.2 Performance 
	1.2.3 Power supply 
	1.2.4 Temperature and humidity 
	1.2.5 Outline size(mm) 87×172×105 
	1.2.6 Net weight（kg）：about 0.96 

	2.0 Installation 
	2.1 Indicator fixation 
	2.2 Connections 
	2.2.1 Back view of indicator 
	2.2.2 Power supply connection 
	2.2.3 Load cell connection
	2.2.4 Serial port connection 
	2.2.5 Analog output connection  
	2.2.6 Relay Output
	2.2.7 Big display and External buttons
	2.2.8 External Button Port 


	K1-K4 short connect with COM for 30 millisecond, it means the button is valid, the functions of external buttons and buttons on panel are the same.  
	3.0 Display Panel 
	4.0 Calibration 
	4.1 Parameter confirmation 
	4.2 Calibration steps 
	4.2.1 Choose calibration methods 
	4.2.2 Calibration method 1 (CAL 0, weights calibration) 
	4.2.3 Calibration method 2（CAL  1，enter parameter method） 
	4.2.4 Calibration method 3（CAL  2， scale parameter input method） 


	5.0 Choice and adjustment of analog output modes  
	5.1 Choose output mode 
	5.2 Adjust bottom and top part of analog output 
	5.3 Renew bottom and top part of analog output 

	6.0 Indicator working parameter F2 
	6.1 Enter working parameter choice  
	6.2 Contents of function F2 choice parameter group  

	7.0 Relay Output 
	7.1 Relay output mode setting steps 
	7.2 Input preset value (relay output comparative value)  

	8.0 Set Serial Interface 
	8.1 Setup steps 

	9.0 Power On Self-Test Information 
	10.0 Error Indication 
	11.0 General Malfunction Solution 
	Appendix 1  MODBUS Compatible Communication Mode 
	Appendix 2  Communication Protocol 2 --- Continuous Transmit Mode 
	Appendix 3  Communication with command 




